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Software Notice 



HP 64700 Series Analyzers 



Thank you for purchasing one of Hewlett-Packard's HP 64700 
Series analyzers. We hope that it will more than satisfy your 
project development needs. 



To Install Your 
Analyzer 



Information for installing these analyzer cards in the HP 64700A 
Card Cage is described in the HP 64700 Series Installation/Service 
Guide: 



HP 64706A 48-channel Emulation Bus Analyzer 

HP 64704A 80-channel Emulation Bus Analyzer 

HP 64703A 64-channel Emulation Bus Analyzer and 
16-channel State/Timing Analyzer 



To Use Your 
Analyzer 



Refer to your Emulator User's Guide and/or Analyzer User's Guide 
for information about using these analyzers. 
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To Verify 
Performance 



Information about verifying performance of your analyzer cards is 
described in the HP 64700 Series Installation/Service Guide. 



To Service Your Information about servicing your HP 64700 Series analyzers is 

Analyzer described in the HP 64700 Series Installation/Service Guide. 



To Get More To get more information about your HP 64700 Series products or 

Information documentation, refer to the Support Services guide supplied with 

the documentation for your HP 64700A Card Cage. 
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